
  Arlon Board Material Test 
  
 1.Room Temperature (Arlon in perforated box)(airlock was evacuated for 1.5 h, purged from the bottle overnight and purged from Luke for 2 h)  

 2.Vapor Test. (Arlon inside perforated box) 

 3. Zero Test. 
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